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INTRODUCTION 

There has recently been much effort behind the development of NDE methods appli- 
cable to the detection of surface/subsurface flaws in thin metallic structures with a rapid 
scan capability. One such method, an electromagnetic technique using a current-sheet paral- 
lel to the surface of a specimen in order to induce eddy current flow shows a high potential 
for satisfying the rapid scan requirement stated above. The technique is based on the detec- 
tion of flaw-induced magnetic field components normal to the specimen surface by an 
appropriate detection mechanism positioned above the current-sheet as shown schematically 
in Fig. 1. As indicated in this figure, the current-sheet separates the source of the normal 
magnetic field components from the detector in such a way that the electric and magnetic 
properties of the current- sheet can be a major factor affecting the strength of the detected 
signals. The purpose of the present study is, therefore, to perform a detailed investigation on 
the effect of the material properties of the current-sheet on the detected signal strength and 
to establish a simple theoretical model for the detection mechanism. 

EXPERIMENTS 

For the present study the main focus was on the effects of two physical parameters; 
resistivity and thickness of the current- sheet. The materials used for the current-sheets 
included copper, brass and nonmagnetic stainless steel of various thicknesses. All the cur- 
rent-sheets had the same overall dimensions of 12.7 x 30 cm 2 , however, the thickness of the 
sheets was varied. Two aluminum samples of 12.7 x 35 x 0.1 cm 3 were prepared; one with- 
out any defect and the other containing a 12 mm-diameter hole at the center with a fatigue 
crack which was about 7 mm in length and oriented perpendicular to the longer edge of the 
plate. An insulating tape was applied to the bottom of the each current-sheet to electrically 
separate the sample from the current-sheet. A bipolar power supply was used to apply an 
electric current parallel to the longer edge of the current-sheet. The normal component of 
the flaw-induced magnetic field was detected by a cylindrical pickup coil 5 mm in diameter, 




Fig. 1. Schematic of the two plate system with a hole in the sample plate. 

10 mm in height and having 3200 turns. A lock-in amplifier was used to measure the RMS 
value of the pickup coil output. The AC frequency was kept at 30 kHz, and the distance 
between the top surface of the sample and the bottom surface of the pickup coil was fixed at 
2 mm (80 mils) regardless of the current-sheet thickness. The amplitude of the current was 
fixed at 4.5 amps. 

The spatial distribution of the flaw-induced normal magnetic fields was measured by 
scanning a circular area of 6.8 cm diameter concentric with the 12 mm diameter hole in the 
sample. The two dimensional scan was performed in steps of 0.12 cm in both the x and y 
directions. 

RESULTS AND DISCUSSION 

Fig. 2a shows the spatial distribution of the normal magnetic field component gener- 
ated by the current flow in the brass sheet of 50.8 (I (2 mils) in the absence of a sample. The 
regions of high field strength are close to the longer edges of the current-sheet where the 
edge effect is pronounced due to the finite size of the current-sheet. An interesting phenom- 
enon observed is that the slope of the field strength variation from the center to the edge is a 
decreasing function of both the thickness and the resistivity of the current- sheet. This is cer- 
tainly related to the current density distribution through the thickness of the sheet and the 
associated self-inductance of the system, but a detailed analysis has yet to be performed. 
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Fig. 2. Spatial distribution of normal component of magnetic fields due to 
50.8 (l thick brass current-sheet (a) without and (b) with a sample. 



Placing the sample beneath of the current-sheet should cause a mutual induction 
between the plates resulting in a reduction in the pickup coil output. This is seen in the 
results of Fig. 2b which were obtained with the 50.8 ji thick brass current-sheet over an alu- 
minum sample without a defect. The pickup coil output clearly shows the expected reduc- 
tion in the field strength. The results obtained with a sample having a fatigue crack grown at 
the center hole show a similar edge effect in addition to the flaw-induced normal magnetic 
field components. The background edge effect of Fig. 2b was subtracted from the results of 
the sample with a center hole and a fatigue crack to obtain the distribution of the normal 
component of the flaw-induced magnetic field only. 

Fig. 3a shows the background subtracted results of the distribution of the normal com- 
ponent of the flaw-induced magnetic field using the 5 (I (2 mils) thick copper current-sheet. 
The distribution of the normal component of the magnetic field on the left hand side of the 
center hole is due to the rotational component of the electric currents around the hole. The 
distribution on the right hand side is extended along the orientation of the fatigue crack. This 
is because the currents have to detour around the fatigue crack and, as a result, the source of 
the flaw-induced normal component of the magnetic field is also extended. In addition, there 
is also a slight reduction in the peak amplitude of the flaw-induced signal. The effect of 
increasing the thickness of the copper current-sheet to 15 |i (6 mils) is shown in Fig. 3b. 
There is a dramatic reduction in the detected field strength: about a 64% decrease in the 
strength of peak normal component of the field is obtained by tripling the thickness of the 
current-sheet. A further increase in the thickness of the copper current-sheet almost com- 
pletely removes the image of the fatigue crack. Experimentally, this was observed with a 
copper current-sheet of 25 (I (10 mils). 

The two-dimensional cross-section of the distribution of the flaw-induced normal 
magnetic field component is shown in Fig. 4 for pickup coil outputs of 2, 4 and 6 mV. The 
results in this figure apparently provide the same information on the crack size and orienta- 
tion as that obtained by a magneto-optic instrument[l]. From the results of Fig. 3a, it is 
apparent that the image of the flaw can be either focused or defocused in the two-dimen- 
sional representation by adjusting the threshold of the normal component of the magnetic 
field, i. e., moving the plane of view along the vertical axis.. 

Fig. 5 shows the background subtracted image of the fatigue crack obtained by using 5 
(l (2 mils) and 77.5 (I (31 mils) thick nonmagnetic stainless steel current-sheets, respec- 
tively. The results of these tests indicate that the peak amplitude of the normal component of 
the magnetic field was reduced by less than 10% when the thickness of the stainless steel 
current-sheet was increased by more than 15 times, while a 64% reduction was observed by 
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Fig. 3. Background subtracted image of a center hole and fatigue crack obtained by 
using (a) a 5 (l and (b) a 15 (I thick copper current-sheet. 
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Fig. 4. Two-dimensional cross-section of the equifield lines taken from the distribution 
of Fig. 3a at pickup coil outputs of 2, 4 and 6 mV. 

increasing the thickness of the copper current-sheet by only a factor of three. An immediate 
explanation for such a difference in the thickness dependence of the current-sheet is, of 
course, the skin depth effect of a conductor. . 

One can argue that, having the source of the normal component of the magnetic field 
and the detector separated by the current-sheet, the strength of the detected signals will be 
reduced nonlinearly due to skin depth attenuation which is directly related to the thickness 
and the conductivity of the current-sheet. At 30 kHz, however, the skin depth for copper is 
approximately 38 \l (15 mils), thus, one would only expect a net reduction of about 20% of 
the signal amplitude by using a 15 p as opposed to a 5 p copper current- sheet. The experi- 
mentally observed signal was about four times smaller then that predicted by the skin depth 
effect, suggesting that another cause may be responsible for the attenuation. The change in 
the signal amplitude due to varying the thickness of the stainless steel was less then 10%, 
but using the skin depth formulation a decrease of about 20% was expected. Again, this sug- 
gests that another phenomenon may be responsible for reducing the signal. 

The flow of electric and magnetic fields is governed by the electromagnetic wave 
equation. In a conductor at relatively low frequencies the wave equation reduces to a diffu- 
sion equation. The mathematical expression for the skin depth of a conductor is derived 
from this diffusion equation for an infinite half-space conductor[2,3] and, therefore, is not 
expected to be directly applicable to the results of the present experiments. In addition, since 
the thickness of the current-sheets are much smaller than the dimensions of the pickup coil, 
the effect of the skin depth-induced attenuation of the field strength cannot be assessed with 
reasonable accuracy. It was expected that the frequency dependence of the detected strength 
of the normal component of the magnetic field would provide useful information but a series 
of systematic experiments is yet to be performed. A simple model has been devised to qual- 
itatively explain the experimental results and is presented in the next section. 
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Fig. 5. Background subtracted image of a center hole and fatigue crack obtained 
by (a) a 5 (l and (b) a 77.5 (I thick stainless steel current -sheet. 



EDDY CURRENT IMAGE METHOD 


If the time rate of change in an electromagnetic system is sufficiently slow such that 
the displacement current can be neglected, the expression of Faraday law is as follows: 


VxE = - 
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The electric field can be written in terms of the vector potential as 


E = 


dA 

dt 


If the electric field is produced in a conductor a current will flow according to Ohm’s law 
and the following relationship applies: 


r dA 

TJ = -at 

where x is the resistivity of the conductor. Now consider a vector potential A (r, t) associ- 
ated with the current j (r, t) which is induced in a thin conducting sheet, by the action of an 
external vector potential A' (r, t ) . The conducting sheet is oriented parallel to the x-y plane 
and has an area resistivity K. The electric field is exactly matched by the surface charge such 
that V« E = p. The field created by these surface charges, however, will exactly oppose the 
original field that produced the charges so that inside the sheet we only need to consider the 
tangential components of the vector potentials, A' f and A t . Hence we may write 

-f 7<a', + a,) = k] 

Letting the eddy currents be confined to a finite region of the conducting sheet which may or 
may not extend to infinity, and using a two-dimensional potential and an appropriate stream 
function, one can show that 
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The right hand side of the above equation is finite such that as 8t —> 0,8 (A' + A t ) —> 0. 
This means that the following relationship is always valid: 


SA' r = -SA r 

Hence, the effect of the eddy currents induced in the sheet is to produce SA r such that 
SA' r + SA f = 0, and at any point in and below the sheet no magnetic effects due to 8 A' are 
generated. At the surface of the sheet and at all points in the lower half-space (z<0), the 
effect of the eddy currents induced on the surface of the sheet is exactly opposite to that of a 
source positioned at an appropriate point in the upper half-space (z>0). This means that at 
any point z<0 the effect of currents in the sheet is equivalent to having an image of the mag- 
netic system (source of 8 A') coinciding in position with that system but opposite in sign. 
This can be defined as the eddy current image[4,5]. 

It is easy to prove that the normal component of the magnetic field on an ideal con- 
ducting sheet remains constant in time. If an abrupt change in the normal component of the 



magnetic field on the surface of conducting sheet is made by an external means, the eddy 
currents induced on the surface will be in the direction such that the original magnetic state 
is preserved. In an ideal conductor with infinite conductivity the strength of the induced 
eddy currents remain unchanged indefinitely and the effect of 8 A' will never be seen on the 
other side of the sheet. The eddy currents in a real conducting sheet with a nonzero resistiv- 
ity, however, do not persist indefinitely but decay exponentially. This means that perfect 
shielding is only accomplished at the moment t=0 when 8 A' is introduced, but afterward 
the strength of the eddy current image diminishes. The situation is schematically illustrated 
in Fig. 6 for the case of a step function for A' (t) . 

The actual variation of A' (t) is, of course, a continuous function which can be bro- 
ken into a series of step functions with duration St as shown in Fig. 7. Due to the decay of 
the eddy currents the effect of A' (t) will not be completely cancelled out and the change in 
the source will be detected on the other side of the sheet as illustrated in Fig. 7. 

The simple concept of a decaying eddy current image discussed above is directly 
applicable to the experimental results obtained for the copper and stainless steel current- 
sheets. We take the eddy current flowing around the flaw in the sample as the source of 
A' (t) . This generates the eddy current on the current-sheet which, in turn, generates A (t) 
that tends to cancel the effect of the time-varying magnetic system on the opposite side of 
the current- sheet. The conductivity of the current-sheet is finite, therefore, a total cancella- 
tion is not accomplished and the detector sees a time-varying field which has been detected. 
The resistivity of the stainless steel current-sheet is considerably larger than that of copper 
current-sheet and the eddy current-decay will be much more pronounced. This is why the 
peak amplitude of the normal component of flaw-induced magnetic field is considerably 
higher for stainless steel as compared to copper when the current-sheet thickness is the 
same. For the same material an increase in the thickness will also decrease the area resistiv- 
ity which results in a slower decay of the eddy currents which reduces the uncancelled effect 
of A' (t) the detectable. Clearly, the experimental results are seen to be consistent with the 
effect of a decaying eddy current image. 



(a) An ideal conducting sheet ( k = 0) 
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(b) A real conducting sheet ( k > 0) 

Fig. 6. a. step function for 8A\ |SAI and Ij Ifor an ideal conductor 
b. step function for 8A’, |SAI and Ij I for a real conductor 






Fig. 7. A .’(*)> IA(f)l and lj(/)l all broken into small intervals 


SUMMARY 

A series of experiments were performed to investigate the effect of electrical conduc- 
tivity and the thickness variations of a current- sheet on the strength of the normal compo- 
nent of flaw-induced magnetic fields detected by an induction pickup coil. It was shown that 
the experimental results are consistent with a simple model based on the eddy current image 
method and its decay is governed by the electrical conductivity and thickness of the current- 
sheet. More details of the model, however, need to be worked out to make a truly quantita- 
tive assessment of the experimental results such that the capabilities of the technique can be 
maximized. 
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